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Increased Accuracy in -lip- Meters 
Through Servo Calibrating Methods 



for some time, +hp- hos been processing the 
precision-doss meters usee/ in -hp- equipment 
in a veay believed! unique in the industry. The 
method consists of using a specially -developed 
mochirte that automatically prepares an indi- 
vidual meter scale for each individual meter in 
the same seme that a hand-calibrated scale is 



individually prepared tar a meter. Besides giv- 
ing extremely high calibration accuracy of 
about \a at 1%, the calibrator also gives each 
meter a performance inspect Jon of unparalleled 
rigor. 

in the orticle that lalla^s, Bernard i\A. Oliver, 
-hp- vice-president for R & D, describes the new 
meter calibrator and fhe results it has given. 



DESPITE the development of newer in- 
dicating methods such as digital display 
systems and accurate oscilloscopes and re- 
corders, the long-used d' Arson val meter 
continues to be a very important indicating 
device in electronic measuring equipment. 
It is cheaper than any other readout device 
of comparable accuracy, except perhaps in 
the* case when the data is already in digital 
form. Being an analog device, it is more 



convenient than a digital readout for such 
operations as tuning for a maximum or a 
null* It is relatively simple and can be made 
rugged, long-lived and trouble-free. Be- 
cause of these advantages it will undoubted- 
ly continue to be widely used in applications 
where accuracies of one percent or slightly 
better are sufficient. 

Since many -hp- instruments use and will 
continue to use d'Arsonval meters for indi- 
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Fiji* 2. (above). Typical high accuracy meter \uL 

;> trf by calibrator. Scale reproduced at half full 
size. 

Pig, l. (at lift). Ihe Hewlett-Packard Automatic 
Meter Calibrator prepares high accuracy meter states 
tat I or id to individual meter. Meter bet tic calibrated 
is held fait -to at center of calibrator pautL Calibrator 
also protides a signal that can be used to analyze 
performance of meter being calibrated. 
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Fig. 3. Reproduction of meter scale processed 5 times by calibrator, 

Bnlh mt'tcr and scale ttett rtmoi ed and rv-iuserltd hetuttu successive 

runs. LxceHtnt re pea f ability of both meter and calibrator are evident 

here Scale reproduced at f JfK f of full size. 



cations (vacuum rube voltmeters 
being a specific example), a program 
was begun several years ago at -hp^ 
to improve the accuracy of the 
meters used in -hp- instruments. It 
was our original intent to develop a 
machine that would automatically 
produce individually-calibrated 
scales for our precision meters. This 
plan was based on the fact thai, in 
general, even supposedly linear me- 
ters actually exhibit considerable de- 
parture from a linear deflection -vs. - 
current characteristic, This occurs 
because the flux in the airgap is not 
absolutely uniform due to such fac- 
tors as variations in the radii of pole 
faces, centering of pole faces, partial 
saturation of pole tips, centering of 
the core, etc. The resulting depar- 
ture from a linear deflection charac- 
teristic is called "tracking devia- 
tion." 

Because of the tracking deviation 
effect, in many cases the only differ- 
ence between a meter of higher ac- 
curacy and one of lesser accuracy is 
the scale match. For simple indicat- 
ing meters of low accuracy a single 
pre-printed scale is usually used. For 
meters of higher accuracy', however, 
several pre-printed scales may he 
prepared to take into account the 
non-linearities in the deflection vs. 
current characteristic of the meters. 
Thus, for meters having in the or- 
der of 2% accuracy, past practice has 
been to prepare three standard pre- 
printed scales differing slightly in 
shape or linearity. The tracking de- 



viation of each movement is then 
measured at appropriate points and 
the standard scale selected which 
best matches the actual deviation. 
When meters are to be calibrated to 
an accuracy of 1%, six standard 
scales are generally required and the 
selection job is much more dim cult. 
For still higher accuracies, the pre- 
printed scale approach becomes im- 
practical and expensive individually 
hand-calibrated scales are used. 

Obviously, the choice of a pre- 
printed scale to reduce tracking er- 
ror is a compromise procedure. 
Rarely will one of the available- 
scales be exactly right for a particu- 
lar meter. As a result, most meters 
SO produced may be limited in accu- 
racy by lack of precise scale match 
rather than by their inherent lack of 
adequate repeatability of reading. In 
fact, in many commercial meters the 
only difference between an ex pen* 
sive meter of 1% accuracy or better 



and a cheaper, less accurate model is 
the pains taken in obtaining proper 
scale fit. The motors themselves may 
be identical. It was concern over this 
loss of potential accuracy that led to 
the development at Hewlett-Packard 
of a totally new automatic calibra- 
tion procedure. 

THE -lip- METER CALIBRATOR 

The original concept of develop- 
ing a machine to produce individ- 
ually-calibrated scales for our pre- 
cision meters was accomplished and 
the resulting meter calibrator is in 
regular production use today. Over 
and beyond this primary objective, 
however, the meter calibrator pro- 
vides a very sensitive means of 
evaluating meter performance. It 
reveals defects scarcely detectable by 
more conventional tests and does so 
without breaking the manufacture 
er*s seal. As a result, all -lip- instru- 
ments processed by the calibrator 
receive a very sophisticated 100% 
incoming inspection and any meters 
showing unsatisfactory- operation in 
any respect are rejected. 

A photograph of the calibrator is 
shown in Fig. 1. The completely as- 
sembled meter, in its case but with- 
out scale, is placed in a centering 
fixture. The meter is then supplied a 
current which, in the absence of 
tracking deviation, increases linear- 
ly from zero to the full scale value. 
The meter responds to this current 
and the position of the pointer is 
tracked optically. Any tracking de- 




Fig. 4. Scales for two different meters printed by calibrator on ont 

face. Calibrator sets zero and full scale points to same angular position, 

Dijjtrence in tracking error between these end points is clearly n i- 

dent. Scale reproduced at 90% of full size. 
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METER CURRENT -* 

Fig* 5, Typical traektng det tattoo tharattvrhlu tat j healthy 
meter of precision cists as obtained with calibrator* RtLititth 
slight o petting of curve shows that pivot friction is not excessive* 
white smooth ties* of trace indicate* freedom from itickmess* 
Calibrator tailor* fCafo to fit tracking deviation curie of indi- 
vidual meter, thm eliminating indication error from this cause. 
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METER CURRENT -* 

Fig, 6, Trailing del tut ion iharjtttri\tit for a meter 
having slight stickiness at upper part of scale* 



viation in the pointer from the 
linear scale position corresponding 
to the instantaneous driving current 
produces in error signal which 
causes a servo to correct che driving 
current. At the same time the servo 
rotates a master scale by the corres- 
ponding amount. The servo thus 
acts to put each point on the master 
scale at its proper angular position 
at the time that point is printed. In 
this way a final scale is produced 
which is everywhere corrected to 
the particular deflection character- 
istic of the meter. Scale and meter 
are then removed from the calibra- 
tor and later assembled in a dust- 
free, control led-atmosphere hood. 

Since the meters as received may 
not be properly zero-set, and since 
the full-5Cale Sensitivity may vary 
several percent, additional automat- 
ic steps were included in the se- 
quence of operation of the calibra- 
tor. During an acquisition phase, the 
machine first electrically picks up 
the pointer and electrically sets the 
pointer to the proper zero scale posi- 
tion. It next slews to full-scale posi- 
tion and sets the full-scale current. 
Then, as the current is reduced from 
the full-scale value back to the zero- 
scale value, the scale is printed. In 



this way all scales are printed with 
the proper end -point Locations as 
well as with the proper shape in 
between. All these operations make 
use of the same servo system. The 
entire calibration cycle takes less 
than one minute so that one machine 
and one operator can print several 
hundred meter scales per day. At 
this rate the cost is comparable to 
the use of pre- primed scales. 

The scales that the calibrator pro- 
duces are of high quality, as can be 
seen in the reproduction shown 
in Fig. 2. Clean, sharp lines are ob- 
tained on a matte white surface, and 
the accuracy of hand calibration is 
combined with the appearance of a 
pre- printed scale. A mirror backing 
is provided for accurate reading. As 
an indication of the precision of the 
calibrator, Fig. 2 can be compared 
with Fig. 3 which shows a scale that 
has been re- made 5 different times; 
i.e., the one meter face has been fully 
processed 5 times by the calibrator. 
In the illustrations, as in the origin- 
als, the two scales are virtually in- 
distinguishable. 

As a check on final performance, 
the calibrated meters are tested for 
accuracy at all cardinal points after 
the meter scale has been assembled 



onto the movement. These tests are 
Carried out in a standard test >et 
which generates a series of currents 
having precisely the correct ratios. 

ADDITIONAL PERFORMANCE 
IMPROVEMENTS 

While the meter calibrator was 
intended only as a solution to the 
problem of tracking error, its use 
has resulted in the virtual elimina- 
tion of a number of other common 
meter troubles from production 
units. This occurs because the cali- 
brator provides very detailed infor- 
mation about other aspects of meter 
performance. As the servo in the 
calibrator turns to compensate for 
the tracking deviation, a potentio- 
meter geared to this same shaft de- 
livers a voltage which is at all times 
proportional to the deviation. By 
applying this voltage to one axis of 
an X - Y recorder and a voltage 
proportional to the meter current to 
the other axis, an automatic record- 
ing is obtained during calibration 
of the tracking deviation. A record- 
ing obtained in this way of a typical 
healthy meter is shown in Fig. 5. By 
inspection of such error records, 
many troubles which might other- 
wise pass unnoticed may be discov- 
ered and the meters rejected. 
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Fig, /. Tracking deviation characteristic for a meter 
hating excessive pivot friction. 



One type of trouble can be auto* 
matically rejected by the calibrator. 
This is the case of severe sticking of 
the movement. Such sticking will 
cause the error servo in the call bra- 
tor to slew into the limit stop and 
turn on a "reject" light. 

Mild sticking, such as might be 
caused by defective or tight meter 
pivots, will produce sharp peaks in 
the error record or an irregular scal- 
loping of the trace. Such sticking 
can thus be readily identified. 

In type testing meter designs or 
in further studying some defects, it 
is often desirable to make a com- 
plete error recording for both direc- 
tions of motion of the pointer. 
When this is done, it will in gen- 
eral be found that the two traces 
obtained will not overlap. One 
common cause for non-overlap is 
pivot friction, in which case the 
separation between the two curves 
is the peak-to-peak error to be ex- 



pected m the meter from this cause. 
If the separation is caused by fric- 
tion alone, the traces obtained by 
going from zero to half scale and 
back will lie atop the first half of 
those obtained by going from zero 
to full scale and back. If the two sets 
differ or if the separation depends 
on the length of time the current 
is kept at the full scale value, creep 
in the meter restoring springs is in- 
d i ca ted . E \ a m p les of t races o b ta i ned 
from meters with various defects are 
shown in Figs. 6 and 7, 

The advantage of these error re- 
cordings in evaluating meter per- 
formance lies in the fact that they 
present on a large scale defects that 
are dim cult to see by eye but which 
nonetheless jeopardize meter per- 
formance. Further, they provide an 
operational check over the entire 
meter scale and not just at selected 
points. It has been through study of 
these curves that ninny meter design 



improvements have been made* and 
it is by monitoring these curves for 
each meter calibrated that -hp- is 
able to provide a 100% quality con- 
trol inspection of these new im- 
proved meters. 

-hp- INSTRUMENTS 
USING NEW METERS 

Servo-calibrated meters are pres- 
ently being supplied as standard 
equipment in the following -hp- 
instruments: 

Mode 1 400H Va c u u m Tu be 

Voltmeter 
Model 41 1A RF Millivoltmeter 
Model 412A Vacuum Tube 

Voltmeter 
Model il^A |>( Micro Voit- 
Arn meter 

New instruments will be added to 
this list in the future. 

The servo meter calibrator is an 
example of the application of mod- 
ern techniques to an old problem. It 
is, we feel, a significant and overdue 
contribution to the indicating in- 
strument art. Providing, as it does, 
improved product accuracy and re- 
liability with no increase in price* 
it is typical of many contributions 
-hp- has made toward the goal of 
inexpensive quality in instruments. 
In some cases the servo-calibrated 
meters will enable higher accuracy 
specifications to be established for 
an instrument. In other cases, al- 
though no change in specifications 
is made, the safety margins within 
the published specifications will im- 
prove and the user will, in fact, 
receive a more accurate instrument. 
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